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 Use the designated vials and lids  
 

 Ensure lids are in-place and secured   
 
 

 Ensure adequate liquid scintillation cocktail is added  
 

 Do not contaminate the outside of the vials with the liquid scintillation cocktail, as it will damage 
the LSC  
 
 

 To identify samples, write on top of the lids (note: do not write on the side of the vials as it will 
alter the light output)  
 

 Do not operate the LSC with gloves on, as cross-contamination may occur.  
 
 

 Maintain records of each LSC run. A logbook is provided in each LSC room for this purpose. 
  

 


